Wisconsin State Laboratory of Hygiene
2601 Agriculture Drive, PO Box 7996

Madison, WI 53707-7996 Lab OratOry Rep Ort

(800)442-4618 » FAX (608)224-6213
hitp//www.slh.wisc.edu

DF. Kurtyez, M.D., Medical Director « Charles D. Brokopp, Dr.P.H., Director

Environmental Health Division Organic Chemistry
WDNR LAB ID: 113133790 NELAP LAB ID: E37658 EPA LAB WI00007 WI DATCP ID: 105-415

WSLH Sample: 0X000466

LAC DU FLAMBEAU TRIBE Bill To
PO BOX 67 Billing ID: 9170
Customer ID: 316619
LAC DU FLAMBEAU, W1 54538 LAC DU FLAMBEAU WATER AND SEWER
LAC DU FLAMBEAU Wi 54538
ID#:
Field #: Waterbody/Outfall ID:
Collection Start: 07/28/2012 Point/Well:
Collection End: Account#: PP009
Collected By: K. HANSON Project No:
County: Date Received: 08/02/2012 08:32:00
Sample Source: PUBLIC DRINKING WELL/SOURCE Date Reported: 08/10/2012
Sample Depth: Sample Reason:
Sample Information:
Sample Location:
Sample Description: TOWER MOTEL
Analyses and Results:
Analysis Date Lab Comment
08/07/2012 LAB MATRIX SPIKE DOES NOT MEET LOWER QC LIMIT-*MSL
Analysis Method Result Units LOD LOQ Report Limit
ACETONE ND UG/L 3.0 10.
BENZENE ND UG/L 0.50 1.7
BROMOBENZENE ND UG/L 0.50 1.7
BROMOCHLOROMETHANE ND UGIL 0.50 1.7
BROMODICHLOROMETHANE ND UGIL 0.50 1.7
BROMOFORM ND UG/L 1.0 3.3
BROMOMETHANE *MSL ND UG/L 1.0 3.3
N-BUTYLBENZENE ND UG/L 0.50 1.7
SEC-BUTYLBENZENE ND UG/L 0.50 1.7
TERT-BUTYLBENZENE ND UGIL 0.50 1.7
CARBON DISULFIDE ND UGIL 3.0 10.
CARBON TETRACHLORIDE ND UG/L 0.50 1.7
CHLOROBENZENE ND UGIL 0.50 1.7
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CHLORODIBROMOMETHANE ND UG/L 1.0 3.3
CHLOROETHANE ND UG/L 1.0 3.3
CHLOROFORM ND UGIL 0.50 1.7
CHLOROMETHANE ND UGIL 1.0 3.3
2-CHLOROTOLUENE ND UG/L 0.50 1.7
4-CHLOROTOLUENE ND UG/L 0.50 1.7
1,2-DIBROMO-3-CHLOROPROPANE ND UG/L 1.0 3.3
1,2-DIBROMOETHANE (EDB) ND UG/L 0.50 1.7
DIBROMOMETHANE ND UGIL 0.50 1.7
1,2-DICHLOROBENZENE ND UGIL 0.50 1.7
1,3-DICHLOROBENZENE ND UG/L 0.50 1.7
1,4-DICHLOROBENZENE ND UG/L 0.50 1.7
DICHLORODIFLUOROMETHANE ND UG/L 1.0 3.3
1,1-DICHLOROETHANE ND UG/L 0.50 1.7
1,2-DICHLOROETHANE ND UGIL 0.50 1.7
1,1-DICHLOROETHYLENE *MSL ND UGIL 0.50 1.7
CIS-1,2-DICHLOROETHYLENE ND UG/L 0.50 1.7
TRANS-1,2-DICHLOROETHYLENE ND UG/L 0.50 1.7
1,2-DICHLOROPROPANE ND UG/L 0.50 1.7
1,3-DICHLOROPROPANE ND UG/L 0.50 1.7
2,2-DICHLOROPROPANE ND UGIL 1.0 3.3
1,1-DICHLOROPROPENE ND UGIL 0.50 1.7
CIS-1,3-DICHLOROPROPENE ND UG/L 0.50 1.7
TRANS-1,3-DICHLOROPROPENE ND UG/L 1.0 3.3
DIISOPROPYL ETHER ND UG/L 3.0 10.
ETHYLBENZENE ND UG/L 0.50 1.7
HEXACHLOROBUTADIENE ND UGIL 0.50 1.7
N-HEXANE ND UGIL 1.0 3.3
ISOPROPYLBENZENE ND UG/L 0.50 1.7
P-ISOPROPYLTOLUENE ND UG/L 0.50 1.7
METHYL ETHYL KETONE (MEK) ND UGIL 3.0 10.
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METHYL ISOBUTYL KETONE (MIBK) ND UG/L 3.0 10.
METHYL-TERT-BUTYL ETHER (MTBE) ND UG/L 1.0 3.3
METHYLENE CHLORIDE ND UGIL 1.0 3.3
NAPHTHALENE ND UGIL 0.50 1.7
N-PROPYLBENZENE ND UG/L 0.50 1.7
STYRENE ND UG/L 0.50 1.7
1,1,1,2-TETRACHLOROETHANE ND UG/L 0.50 1.7
1,1,2,2-TETRACHLOROETHANE ND UG/L 0.50 1.7
TETRACHLOROETHYLENE ND UGIL 0.50 1.7
TETRAHYDROFURAN (THF) ND UGIL 3.0 10.
TOLUENE ND UG/L 0.50 1.7
1,2,3-TRICHLOROBENZENE ND UG/L 0.50 1.7
1,2,4-TRICHLOROBENZENE ND UG/L 0.50 1.7
1,1,1-TRICHLOROETHANE ND UG/L 0.50 1.7
1,1,2-TRICHLOROETHANE ND UGIL 0.50 1.7
TRICHLOROETHYLENE ND UGIL 0.50 1.7
TRICHLOROFLUOROMETHANE ND UG/L 1.0 3.3
1,2,3-TRICHLOROPROPANE ND UG/L 1.0 3.3
1,1,2-TRICHLOROTRIFLUOROETHANE ND UG/L 3.0 10.
1,2,4-TRIMETHLYBENZENE ND UG/L 0.50 1.7
1,3,5-TRIMETHYLBENZENE ND UGIL 0.50 1.7
VINYL CHLORIDE ND UGIL 0.50 1.7
M/P-XYLENE ND UG/L 1.0 3.3
O-XYLENE ND UGIL 0.50 1.7

Analysis Date Lab Comment

08/07/2012

Analysis Method Result Units LOD LOQ Report Limit
VOCS IN WATER - PREP - EPA METHOD COMPLETE
8260B
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Analysis Date Lab Comment

08/02/2012

Analysis Method Result Units LOD LOQ Report Limit
TEMPERATURE ON RECEIPT-ICED ICED

Test resuits for NELAP accredited tests are certified to meet the requirements of the NELAC standards. For a list of accredited analytes see
http://www .slh.wisc.edu/nelap/

List of Abbreviations:

LOD = Level of detection
LOQ = Level of quantification
ND = None detected. Results are less than the LOD

Responsible Party: _ 2l At Steve Geis, Chemist Supervisor

If there are questions about this report, please contact Steve Geis at 608-224-6269.
The results in this report apply only to the sample specifically listed above. This report is not to be reproduced except in full.
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